
1

LMG775Mu, 96 Tests  

Multiplex  Assay  Kit  for  HNF1a, etc.   

by FLIA (Flow  Luminescence  Immunoassay)  

Organism  Species:  Mus musculus  (Mouse)  

Instruction  manual  

FOR RESEARCH USE ONLY 

NOT FOR USE IN CLINICAL DIAGNOSTIC PROCEDURES 

 

Version 5.3 

Please read the instruction manual carefully before the experiment. Pages 1-9 of the manual are applicable to 

flow cytometry systems, such as NovoCyte D2060R, Navios, FACSMelody, Gallios, DxFLEX, CytoFLEX S, 

NovoCyte D2060R, Navios, FACSMelody, Gallios, DxFLEX, CytoFLEX S, etc.; Pages 10-17 are applicable to 

Luminex systems,such as Luminex MAGPIX, Luminex 100, Luminex 200,FLEXMAP 3D, Bio Rad, Bio Flex, etc 

[ INTENDED USE ] 

The kit is a magnetic bead-based multiplex assay kit applies sandwich immunoassay for in vitro quantitative 

measurement of HNF1a in mouse serum, plasma, tissue homogenates, cell lysates, cell culture supernates and 

other biological fluids. 

[ REAGENTS AND MATERIALS  PROVIDED ] 

Reagents  Quantity  Reagents  Quantity  

96-well plate (8*12, detachable plate) 1 Instruction manual 1 

Pre-Mixed Standard 2 Plate sealer for 96 wells 4 

Pre-Mixed Magnetic bead 1×1mL Standard Diluent 1×20mL 

Setup Bead 0.4mL Analysis buffer 1×20mL 

Pre-Mixed Detection Reagent A  �4�?�4�.�/�@�� Assay Diluent A 1×12mL 

Detection Reagent B  �4�?�4�.�/�@�� Assay Diluent B 1×12mL 

Sheath Fluid 1×10mL Wash Buffer (30 × concentrate) 1×20mL 

[ MATERIALS  REQUIRED BUT NOT SUPPLIED ] 

1. Flow Cytometer: NovoCyte D2060R, Navios, FACSMelody, Gallios, DxFLEX, CytoFLEX S, etc. (It is 

recommended that the instrument be preheated, self-checked and calibrated before use). 

2. Single or multi-channel pipettes with high precision and disposable tips. 

3. Microcentrifuge Tubes. 

4. Deionized or distilled water. 

5. Magnetic frame. 

6. Container for Wash Solution. 

7. 0.01mol/L (or 1×) Phosphate Buffered Saline (PBS), pH 7.0~7.2. 

8. Vortex oscillator. 

9. Incubated Shaker. 


